
Company:

Exposure Low Alarm

GALAXY GX2 Incident Report

Incident Date/Time:

Incident Type:

8/24/2014 5:12:00 PM

ALTAIR Pro

Department:

4302047Serialnumber:

CO

Instrument Type:

User:

Event Graph

Gas Type: Carbon Monoxide

Timezone: Eastern Standard Time

Timestamp Of EventDate Field:

Calibration Data
Found ValueExpected ValueCalibration ResultSensor EnabledGas

--

Periodic Data

Carbon Monoxide

9/24/2014 3:27:10 PMPrint Date/Time: Find your MSA customer service center: www.msasafety.com

www.msasafety.com


TemperaturePeak ValueAverage ValueGasTimestamp

°C30.00ppm14.00ppm0.00Carbon
Monoxide

8/24/2014 4:58:00 PM

°C30.00ppm16.00ppm0.00Carbon
Monoxide

8/24/2014 5:01:00 PM

°C30.00ppm19.00ppm0.00Carbon
Monoxide

8/24/2014 5:04:00 PM

°C30.00ppm21.00ppm0.00Carbon
Monoxide

8/24/2014 5:07:00 PM

°C31.00ppm24.00ppm0.00Carbon
Monoxide

8/24/2014 5:10:00 PM

°C31.00ppm26.00ppm0.00Carbon
Monoxide

8/24/2014 5:13:00 PM

°C31.00ppm28.00ppm0.00Carbon
Monoxide

8/24/2014 5:16:00 PM

°C31.00ppm31.00ppm0.00Carbon
Monoxide

8/24/2014 5:19:00 PM

°C31.00ppm33.00ppm0.00Carbon
Monoxide

8/24/2014 5:22:00 PM

°C32.00ppm36.00ppm0.00Carbon
Monoxide

8/24/2014 5:25:45 PM

9/24/2014 3:27:10 PMPrint Date/Time: Find your MSA customer service center: www.msasafety.com

www.msasafety.com

